Human fecal contamination is a crucial threat that results in difficulties in access to clean water. Enterococcus faecalis is a bacteria which is utilized as an indicator in polluted water. Nevertheless, existing strategies face several challenges, including low affinity and the need for labelling, which limit their access to large scale applications. Herein, a label-free fingerprint of the surface proteins of waterborne bacteria on a sensor was demonstrated for real-time bacteria detection from aqueous and water samples. The kinetic performance of the sensor was evaluated and shown to have a range of detection that spanned five orders of magnitude, having a low detection limit (3.4 × 10 4 cfu/mL) and a high correlation coefficient (R 2 = 0.9957). The sensor also designated a high selectivity while other competitor bacteria were employed. The capability for multiple usage and long shelf-life are superior to other modalities. This is an impressive surface modification method that uses the target itself as a recognition element, ensuring a broad range of variability to replicate others with different structure, size and physical and chemical properties.
Introduction
Microorganisms can be found and survive in various sources including food, water, soil and bodies of human or animals [1] . Pollution of water resources, such as rivers, sea and wastewater, as well as drinking water, causes worries about public health and control of recreational uses. After mixing sewage in the receiving water environment, pollutants, as well as pathogenic bacteria and viruses associated with feces, are the main concerns that exposure to vulnerability will cause [2] . In many countries, low water quality and difficulty in access to clean drinking water continue to pose a significant risk to public health. Pathogen microorganisms that cause waterborne diseases are found in surface or drinking water and reduce water quality [3] . Enterococcus faecalis (E.faecalis) is an indicator of bacteria for fecal pollution in water [4] . Many virulence factors, such as aggregation substance (Agg), enterococcal surface protein (Esp) and capsule formation, are involved in biofilm formation in bacterial adherence to host cells in abiotic surfaces in different environments [5, 6] . Existing methods used for the detection of microorganisms for many years including traditional culture methods [7] , advanced immunological techniques, such as enzyme-linked immunosorbent assay [8] [9] [10] , and polymerase chain reaction [11, 12] . The traditional culture methods are cumbrous and laborious, although trustworthy [13] . In this case, thanks to many advantages, sensors are one of the good alternatives. They provide a simple, cost-effective alternative to conventional methods for the detection of a target in short analysis time [14] . To date, a variety of sensors for the detection of several molecules have been demonstrated [15] [16] [17] [18] [19] [20] .
The methods used for detection should have recognition sites with high specificity, selectivity and sensitivity [21] . The molecular imprinting method, which is based on the fingerprint of the target molecule, and polymeric matrices have particular recognition sites due to polymerization around a target molecule. The specific cavities are obtained for a target molecule when the target is removed from the polymeric matrices [22, 23] . Basically, this method follows these steps: The monomers interact with the target molecule to obtain a pre-complex, then radical polymerization is initiated and the substrate is washed carefully to remove the target molecules from the polymeric matrices. This step allows the creation of a scaffold that perfectly envelops and places a predetermined target [24] . This method works well with small molecules, but is difficult for larger molecules, such as proteins, because of their solubility, complexity and conformational flexibility. However, it is possible to prepare protein-imprinted nanoparticles or films for sensor and other numerous applications. Easy approaches, such as epitope or surface imprinting, metal-ion coordination or biological and non-toxic and biocompatible polymers, are used [25] . This technique is similar to antigen recognition by the antibody, in which an "epitope" of the immunogenic protein is the binding site of the antibody, rather than the whole protein. Large imprinted areas can be seen as common nanopores that may interfere with a number of other small peptides, which may inhibit the imprinting effect in general, therefore reducing selectivity [26] .
Surface plasmon resonance sensors, one of the optical sensors, use surface plasmon waves to investigate molecular interactions on the sensor surface. The change of refractive index is measured by the sensor using a detection surface coated with a metal film [27] . These optical sensors offer an unlabeled, real-time, fast and precise method of analysis, while at the same time the sample and buffer amounts are minimized. This method has been widely used to obtain binding specificity between two molecules, the concentration of a target molecule, the binding affinity, the kinetic parameters, cell adhesion, etc. [28] .
Herein, a fingerprint sensor was developed to create artificial recognition sites for waterborne bacteria detection. A bacterial surface protein was extracted from E.faecalis and then imprinted on the nanoparticles. After that, these nanoparticles were used to modify the sensor surface to selectively detect waterborne bacteria. Kinetic analyses, selectivity and repeatability performances of the sensor were examined for real-time detection of E.faecalis. Furthermore, the fingerprint sensor was also validated with water samples.
Materials and Methods

Materials
Enterococcus faecalis (29212™), Escherichia coli (11303™), Staphylococcus aureus (14990™) and Bacillus subtilis (6051™) were obtained from American Type Culture Collection. Phosphate buffered saline, Luria Bertani and Trypticase Soy Broth were purchased from Fisher Scientific Co. and Pronadisa. Other chemicals were obtained from Sigma-Aldrich Corporation. The gold coated surfaces were purchased from GWC Technologies.
Preparation of Bacteria
The target molecule (E.faecalis) and other competitor bacteria were grown in Luria Bertani and Trypticase Soy Broth medium. Incubation was carried out under static conditions at 37 °C for 18 h. The concentrations of each sample were calculated as colony forming units per mL (cfu/mL). Then, 1 mL of each sample was centrifuged at 6000 rpm and the pellet was re-suspended with pH 7.4 phosphate buffered saline (PBS). Bacterial suspensions were prepared with PBS and used for the benchmarking kinetic analyses of the sensor.
Preparation and Characterization of Surface Proteins
Two different extraction methods were applied to cells: Lithium chloride extraction and Trisbuffered urea [23] extraction. Overnight cells from 50 mL of culture were centrifugated (7000 rpm, 6 min) and afterwards washed three times with PBS buffer. A lithium chloride (LiCl) extraction method has been used in previous studies to isolate surface proteins from Gram-positive bacteria [29, 30] . LiCl (5 M) was dissolved in ultrapure water and filtered through a 0.45 μm filter.
Washed cell pellets were re-suspended in 300 μL LiCl. After incubation at 37 °C (500 rpm, 1 h), the mixture was centrifuged at 11,000 rpm for 6 min and the supernatant was collected by centrifugation and then filtered again. Another extraction protocol was used to extract membrane anchored surface proteins. The cell pellet was re-suspended in 150 μL of Tris-buffered urea (8 M) solution. After incubation at room temperature (500 rpm, 1 h) the supernatant containing solubilized proteins was collected by centrifugation and filtered using the same conditions. Sodium dodecyl sulfate-polyacrylamide gel electrophoresis (SDS-PAGE) was performed with separation gel (10%) and the stacking gel (5%). After polymerization, 10 μL of each sample was loaded on the gel. Electrophoresis was performed at 120 kV for 45 min. Thermo Scientific Page Ruler™-26,616 (10-180 kDa) was used as the molecular weight standard. After electrophoresis, the gel was stained with Coomasie Brillant Blue dye for 24 h at room temperature and washed several times to remove excessive dye.
Preparation and Characterization of Nanoparticles
N-methacryloyl-(L)-histidine-methyl ester was selected as a monomer and E.faecalis surface protein extracts were used as a target molecule and mixed to form a pre-complex for polymerization. A micro-emulsion method was used to prepare the nanoparticles. Poly(vinyl alcohol) and sodium dodecyl sulfate were used as a stabilizer and surfactant, respectively, to form an emulsion. Sodium bicarbonate was employed as an agent. Ethylene glycol dimethacrylate and 2-hydroxyethyl methacrylate acted as a cross-linker and co-monomer, respectively, and were mixed with the first solution and then homogenized to obtain a micro-emulsion. The pre-complex was added to the mixture. Sodium bisulfite and ammonium persulfate were also added to the final mixture as initiators, and polymerization was carried out at 40 °C and 500 rpm for 24 h. After polymerization, the nanoparticles were washed with ethanol, water-ethanol mixture and water using centrifugation at 30,000 rpm (Allegra-64R Beckman Coulter, Indianapolis, IN, USA). Then, 0.1 M NaCl solution was applied as a desorption agent. The desorption process was continued until no absorbance was observed at 600 nm by UV-visible spectrophotometry [31] . Characterization experiments were performed by scanning electron microscopy (SEM, Quanta 400F Field Emission), atomic force microscopy (AFM, Veeco MultiMode V, AS-12 "E"), transmission electron microscopy (TEM, FEI/Tecnai G2 Spirit Biotwin) and zeta-size (Nano-ZS, Malvern Instrument Company, Malvern, UK).
Preparation and Characterization of Sensor
To begin, 10 μL of nanoparticle was released onto the sensor surface and was covered using spin-coating. The immobilization was accomplished under UV light for half an hour ( Figure 1 ). The non-imprinted sensor was also prepared using the same method with non-imprinted nanoparticles. Characterization experiments were complemented by ellipsometry (Nanofilm EP3) and contact angle (Krüss DSA100) measurements for imprinted and non-imprinted sensors. 
Kinetic Analyses
After all characterization experiments were performed, kinetic analyses were executed via SPRimager II. In the beginning, the sensor was balanced using PBS buffer and the resonance angle was adjusted to the appropriate angle. All studies continued at the same setting. The buffer solution movement was continued with a pump with a 150 μL/min flow rate to obtain a baseline. Each sample solution was applied to the sensor system. The percent of change in reflectivity (ΔR) was monitored in real-time and reached a plateau value for each sample. After that, the desorption process followed. The sensor was washed with water and PBS buffer after desorption to prepare for the next analysis. E.faecalis solutions were prepared and interacted with the sensor at a certain concentration range (5 × 10 4 -5 × 10 8 cfu/mL) for comparison in kinetic analyses.
Repeatability and Selectivity Analyses
The same sample solution was interacted three times to examine the repeatability performance of the sensor. Three different bacterial solutions (E.coli, S.aureus, B.subtilis) of the same concentration were prepared in order to test the selectivity of the imprinted and non-imprinted sensors. In accordance with the results, selectivity and relative selectivity coefficients were also calculated using the change in reflectivity values of imprinted and non-imprinted sensors.
Water Sample Analyses
Seawater and tap water could supply a usable environment for bacterial growth, and one of the important possible pollution sources, among various factors, was tested to observe the performance of the sensor in a complex medium. Seawater and tap water samples were diluted ten times with PBS buffer, due to the need to add bacteria, and then spiked with waterborne bacteria to a concentration of 5 × 10 7 cfu/mL. The artificially contaminated sample solution was applied to the sensor and the response was monitored in real-time.
Results and Discussion
Characterization Results
Characterization experiments were performed for surface proteins, nanoparticles and sensor using SDS-PAGE, SEM, AFM, TEM, zeta-size, ellipsometry and contact angle measurements. At first, two different bands were obtained, one at 140 kDa (Figure 2aA ) and one at 105 kDa ( Figure 2aB ), when the LiCl and Tris-buffered urea methods for surface protein extraction, respectively, were analyzed by SDS-PAGE. In the literature, the molecular weight of the enterococcal surface protein is reported as 200 kDa and the aggregation factor is 137 kDa [32] . The molecular weights of surface proteins were also measured using graphs drawn using Rf values and molecular weights of standard proteins (Figure 2b) . As a result of comparison experiments, the extraction method using LiCl was chosen as the appropriate method. It is thought that the protein extract with the molecular weight of 140 kDa could be the aggregation factor. The surface morphology of the nanoparticles was investigated by SEM, AFM and TEM analyses. As shown in Figure 3a -c, the nanoparticles have a spherical shape and homogeneous size. In addition, the surface distance and root mean square values were measured as 57.96 nm and 0.22 nm, respectively. Figure 3d depicts that the average size of the nanoparticles was measured as 57.85 nm, with a low polydispersity index (0.116). Furthermore, magnified SEM, lower magnified TEM and two dimensional AFM images are shown in Figure S1 to reflect the homogeneity of the nanoparticles. All of the characterization results are consistent with each other. The average surface thickness values of imprinted and non-imprinted sensors were examined using ellipsometry and found to be 76.7 ± 3.9 nm and 82.6 ± 3.4 nm, respectively. According to the analyses, the sensors have rough surfaces due to the successful immobilization of the nanoparticles, and the distribution on the surface was almost homogeneous (Figure 4a,b) . A partial increase in thickness value was observed due to some heterogeneous sites on the non-imprinted sensor. The contact angle analysis of the imprinted and non-imprinted sensor surfaces was carried out and the measured values were 59.7° and 65.1°, respectively (Figure 4c,d) . 
Kinetic Analyses Results
In order to evaluate the relationship between sensor response and waterborne bacteria, sample solutions at different concentrations (5 × 10 4 -5 × 10 8 cfu/mL) interacted with sensor and kinetic data were obtained using SPRview software. As depicted in Figure 5a , the sensor had a quick response (25 s) when waterborne bacteria solutions reached the sensor. A rise in sensor response was observed with an increase in sample concentration, as expected. After that, the sensor was treated with desorption agent and ultrapure water before new analyses. Additionally, there is a direct relationship between the sample concentration and the percent of change in the reflectivity value. Moreover, kinetic investigations on the sensor performance denoted 99.57% precision with y = 1.167× − 4.6849 being the equation describing waterborne bacteria concentrations from 5 × 10 4 cfu/mL to 5 × 10 8 cfu/mL (Figure 5b ). The limit of detection value can be also stated as 3s/b, where s is the standard deviation of sensor response and can be evaluated as the y-intercept of the regression equation. So, a more homogeneous distribution appeared after a more relevant evaluation, and the limit of detection value was calculated as 3.4 × 10 4 cfu/mL. 
Adsorption Isotherm Models
Three different isotherm models (Scatchard, Langmuir and Freundlich) were applied to determine the interaction model between the sensor and waterborne bacteria. Association analysis is an approach base on pseudo-first order adsorption kinetics. The Scatchard model analyzes the experimental data from reversible binding interactions, and also calculates the number of binding sites in an equilibrium situation. The Langmuir model depends on the supposition of homogeneous adsorption on a monolayer surface, and the distribution of equal energy without extra interactions, while the Freundlich model is heterogeneous, and adsorption is observed with heterogeneous surfaces with extra interactions. The mathematical coefficients (ΔRmax, ka, kd, KA and KD) were calculated using related equations. Examination of Figure 6 and Table 1 reveals that the experimental data is the most compatible with the Langmuir model (R 2 = 0.9363). This result showed that the binding properties of bacteria on the sensor surface were homogeneously distributed, single-and mono-layered, equal energy and had minimal lateral interaction. 
Repeatability and Selectivity Analyses Results
To examine the repeatability of the imprinted sensor, bacteria solutions (5 × 10 6 cfu/mL) were repeatedly (three times) interacted with the sensor and the results are given in Figure 7a . According to these results, the sensor can be used repeatedly without any performance loss. In order to demonstrate the imprinting selectivity, a non-imprinted sensor was also prepared and a response comparison was made between the two sensors. Sample solutions prepared using B.subtilis, E.coli and S.aureus competing agents were given to the sensor. While E.coli is a different bacterium in terms of both morphological and Gram properties, B.subtilis shows similarity in Gram properties and S.aureus shows similarity in both Gram properties and morphology. These solutions were prepared in PBS at a concentration of 5 × 10 8 cfu/mL. Figure 7b shows the percent of change in reflectivity graphs of imprinted and non-imprinted sensors prepared with solutions with different microorganisms. As shown in the figure, the sensor prepared with non-imprinted nanoparticles gave lower signals than the sensor prepared by imprinted nanoparticles. In addition, the selectivity (k) and relative selectivity coefficients (k′) that were calculated from changes in reflectivity values of imprinted and non-imprinted sensors are given for S.aureus, B.subtilis and E.coli according to E.faecalis in Table 2 . According to these results, compared to the imprinted and non-imprinted sensors, the signal decreased from 5.5 to 0.8, and the relative selectivity coefficients were calculated as 2.5 for S.aureus, 2.8 for B.subtilis, 3.1 for E.coli. Relative selectivity values above 1 indicate that the imprinting was efficient and successful. 
Water Sample Analyses Results
Water sample analyses were carried out to consider the usability of the sensor in different environments. Figure 8 depicts the percent of change in reflectivity values versus time with 5 × 10 7 cfu/mL waterborne bacteria concentration in PBS, sea and tap water. According to the results, the sensor can detect E.faecalis samples with different concentrations with 90-95% recovery. 
Discussion and Conclusions
Careful monitoring of water quality is increasingly needed because fecal contamination is a major health and environmental threat. For many years, the concept of fecal indicator bacteria has been one of the first methods of choice for microbiological risk evaluation of water quality. In general, the indicator bacteria can be enumerated using standard culture-based microbiological methods. E.coli and Enterococcus strains were thought to be good candidates for microbial tracking of water. To this purpose, E.faecalis surface protein-imprinted nanoparticles were prepared and immobilized on the sensor surface for waterborne bacteria detection. In addition, selectivity analyses showed that the specific cavities of the nanoparticles recognize this waterborne bacteria more than other competitor bacteria. The sensor is able to detect in real-time with a low detection limit, and high sensitivity, without the need for labeling. According to the results, this prepared sensor constitutes a highly selective alternative for the detection of microorganisms in environmental pollution for public health control. This study provides an example of more effective alternatives for the detection of microorganisms, such as imprinting of surface protein, pilus, and other antigenic regions. Imprinting of bacterial proteins also eliminates the disadvantages, such as the morphology and size of bacteria, that stand out in whole cell imprinting.
The use of molecularly imprinted nanoparticles in the determination of waterborne bacteria made the sensor system more sensitive and selective. In addition, real-time analyses were performed at low concentrations without any need for labeling. The sensor has been re-usable without any loss of performance, thus providing lower cost than other methods. This study, which was carried out within the scope, contributed to the literature in order to compare the advantages of surface protein imprinted nanoparticles with a sensor for the determination of E.faecalis. Detailed comparison parameters prepared from molecularly imprinted polymer based studies are shown in Table 3 . According to the table, researchers detected different types of bacteria with a wide concentration range by imprinting different type of bacterial regions. When the sensor studies for bacterial determination in the literature are examined, mostly studies on whole cell imprinting are found. This study provides a good example of imprinting a specific region of bacteria, therefore eliminating the disadvantages that may arise in whole cell suppression, and contributes to the literature. 
